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The problem: 
To measure differential gas pressure over a wide 
range (0-200 psi) but with great accuracy at any point 
in the scale. High precision transducers usually are 
limited in the range of measurement and can be easily 
damaged if the pressure limits are exceeded. 
The solution: 
An automatic pressure transducer switching net-
work which sequentially selects any one of a number 
of limited-range transducers as the pressure rises or 
falls.
How it's done: 
In operation, where no differential pressure exists 
across lines a and b, the two normally open solenoid 
valves Via and Vib are open. As the a-b differential 
pressure rises, it is measured by transducer PT1 
(shown as 0-25 psi) until the 25 psi limit is reached. 
At this point, as detected by pressure switch PSI, 
PSI closes valves Via and V ib to prevent further gas 
flow to PT1. The pressure is still applied to the next 
ramp (PS2, V2a, V2b, and PT2) which is set for the 
25-50 psi range. Additional networks are added to the 
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